One of the challenges facing hearing care providers when recommending hearing aids is the choice of device technology level. Major manufacturers market families of hearing aids that are described as spanning the range from basic technology to premium technology. Premium technology hearing aids include acoustical processing capabilities (features) that are not found in basic technology instruments. These premium features are intended to yield improved hearing in daily life compared with basic-feature devices. However, independent research that establishes the incremental effectiveness of premium-feature devices compared with basic-feature devices is lacking. This research was designed to explore reported differences in hearing abilities for adults using premium-and basic-feature hearing aids in their daily lives.
INTRODUCTION
At least 30% of older adults in the USA have a hearing loss (Agrawal et al. 2008; Lin et al. 2011) . Many studies indicate that as hearing loss worsens, psychological, social, and emotional functioning tend to deteriorate, as well as communication and earning power (Arlinger 2003; Kochkin 2007; Nachtegaal et al. 2009 ). Unless medical treatment is indicated, hearing aids typically are the first treatment of choice for hearing loss. Although hearing loss is one of the most prevalent chronic health conditions endured by older people (Summer et al. 1999) , less than one-quarter of older adults with hearing loss in the US use hearing aids (Chien & Lin 2012 ). This societal problem, which will only worsen as our population ages, is recognized in the Healthy People 2020 national health initiative whose 10-year objectives include increasing the hearing aid adoption rate ("US Department of Health and Human Services. Office of Disease Prevention and Health Promotion. Healthy People 2020.")
Why do so few hearing-impaired older adults seek or use amplification? Although numerous contributing variables have been identified, one theme that consistently is observed is the belief that hearing aids do not provide sufficient value to justify their expense (Chien & Lin 2012) . It has been shown that patients perform a cost-benefit analysis to determine the value of hearing aids (Newman & Sandridge 1998; Kochkin 2003) . Devices that provide more benefit for a given cost, or the same benefit for less cost are considered to provide greater value. This suggests that hearing aids are more likely to be accepted if they provide greater benefit per unit of cost to the patient. These and other similar data support the proposition that although cost is not the only variable involved in hearing aid adoption, perceived benefit per unit cost has a central role in patient decisions.
The issue of everyday life benefit per unit cost has received limited research attention for hearing aids. Hearing aid cost typically is determined by factors external to evidence-based benefit. Each hearing aid manufacturer commonly offers hearing aid "families" including three to four models that function at successively more sophisticated technology levels. As technology level rises, the hearing aid increases in cost. In 2015, modern hearing aids provide digital signal processing intended to improve outcomes in a variety of listening environments. Some common features are multichannel compression which allows for independent adjustment of amplification in several frequency bands; directional microphones which can improve signal to noise ratio by amplifying sound from the front more than sound from other directions; and noise reduction algorithms which act to reduce gain for unwanted noises. Hearing aids at the basic (lower) level of technology typically include a version of each of these features. However, premium (higher) level hearing aids include more complex, automatic, and adaptive versions of the features, as well as some features that do not occur at all in the basic paradigm. It might seem obvious that the more advanced features a hearing aid has the more benefit the wearer will receive in daily life. If this is true, the benefit per unit cost could remain approximately constant, or even increase, when premium-feature hearing aids are purchased. However, increased real life benefit from premium features has not been established by independent research. It is conceivable that some patients' difficulties might indicate a need for premium features whereas others might derive considerable benefit and greater cost-effectiveness from basic features. However, practitioners do not have any scientifically grounded guidelines to help them determine when to recommend basic-feature technology and when to recommend premium features (Giola et al. 2015) . Because independent research is lacking, practitioners rely mostly on unverified manufacturer claims about feature benefits when they decide which hearing aid(s) to recommend to patients. Not surprisingly, patients often ask about the real world difference they could expect between premium-and basic-feature devices, because, as Kochkin and Rogin (2000) pointed out, "most consumers simply do not understand the connection between the hearing features that are marketed and the impact on their daily life." As a result, practitioners tend to use analogies such as "it is like comparing DVDs with videotapes," or "it is like having a 10 megapixel camera versus 4 megapixels" (personal communication and online sources; http://www.webmd.com/a-to-z-guides/ features/new-hearing-aids). This is not an acceptable basis for recommending important healthcare devices. To meet patients' needs, hearing aid providers should have access to scientifically based evidence about the real world improvements that can be delivered by the premium-and basic-feature instruments they recommend. This article is the first of several reporting results of research designed to address this evidence deficit. In this article, we compare the effectiveness of premium-and basicfeature hearing aids as seen from the patient's perspective in everyday life.
The research reported here focuses on the following questions:
1. What is the overall effectiveness of basic-and premiumfeature hearing aids from the patient's perspective? 2. What is the difference in overall effectiveness between basic-and premium-feature hearing aids from the patient's perspective? 3. Do the answers to these questions differ across exemplars of basic-and premium-feature devices from two major hearing aid manufacturers?
MATERIALS AND METHODS
Study procedures were reviewed and approved by the University of Memphis Institutional Review Board. Each subject gave written informed consent at the outset. Participants were compensated for their time. The work was performed at the University of Memphis Hearing Aid Research Laboratory.
The study was a participant-blinded, repeated, crossover trial. When the research was planned, the decision was made on logical grounds that a medium effect size due to hearing aid technology level would be the minimal interesting difference. This is consistent with a value of Cohen's d = 0.5. As we have noted previously (Cox et al. 2014 ), a medium effect size would result in about 20% of individuals who wear premiumfeature hearing aids performing above the distribution for persons wearing basic-feature devices. Also, a difference equal to a medium effect would create a probability of about 0.64 that an individual would perform better with premium-feature hearing aids than with basic-feature hearing aids (keep in mind that with a zero effect, this probability would be 0.5; Grissom 1994) . Power computation used the software G*Power version 3.1.7, configured for: analysis of variance (ANOVA): repeated measures, within factors; α = 0.05; and 4 measurements (Faul et al. 2007 ). The research had >98% power to detect a medium effect. This was equivalent to power of 80% to detect a difference between basic-and premium-feature devices corresponding to an effect size of Cohen's d = 0.36.
Participants
This research explored the effectiveness of hearing aids with basic features and premium features for older adults with mild to moderate hearing loss. Inclusion criteria were bilateral, adultonset, symmetrical, mild to moderate, nonfluctuating, sensorineural hearing loss; absence of observed middle-or outer-ear pathologies; absence of reported retrocochlear pathology; absence of any other observed or reported hearing problems needing medical attention; good or excellent self-rated physical and mental health; native English speaker; and observed adequate corrected vision and literacy to complete informed consent, questionnaires, and the test of speech understanding. In addition, to be accepted for the study, a participant needed to identify, in an initial interview, at least one specific situation in which he/she desired hearing help. Participants were recruited from a database of willing research participants maintained by our laboratory and through word-of-mouth referral. Of 15 older adults contacted by mail and telephone, 11 volunteered to participate. Thirty-seven other participants who independently contacted our laboratory and met the inclusion criteria participated. Forty-eight subjects began the study. One withdrew because of illness, one was discontinued due to noncompliance with the protocol, one was disqualified because he demonstrated a decline of cognitive abilities over the course of the study. Forty-five completed the research successfully. Participants were 30 men and 15 women, ages 61 to 81 years (mean = 70.3). Sixteen were employed full-time, 11 worked parttime, and 18 were retired.
Nineteen participants had worn hearing aids before. Previous hearing aid use varied from 3 to >10 years. Admitting both new and experienced hearing aid users allowed us to sample typical individuals across the range of mild to moderate hearing loss. Most older adults with mild hearing loss do not currently wear hearing aids (although many are interested in whether amplification would help them); and many with moderate hearing loss do wear hearing aids. The presence/absence of prestudy experience with hearing aids was not expected to be a confounding variable because the lengthy field trial undertaken with each research hearing aid made all subjects experienced users by the time outcomes were measured. Figure 1 depicts the mean audiograms of all participants for left and right ears. Mean monosyllabic word recognition scores in quiet were 81.6% (SD = 14.2%).
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COX ET AL. / EAR & HEARING, VOL. 37, NO. 4, Quality of life (QoL) outcomes for 25 of these participants were presented in Cox et al. (2014) . The present article expands on those data with the additional power provided by 20 more participants as well as presenting previously unreported outcomes reflecting the patient's perspective.
Hearing Aids
Four pairs of commercially available hearing aids were evaluated. They exemplified basic-and premium-feature technology from one device family from each of two major manufacturers, under two well-known brands, released in 2011 and still in wide use at this writing. They were mini behind-the-ear thin-tube devices similar to the most popular style currently marketed. Each pair was linked with wireless communication. Basic and premium devices from the same brand were identical in appearance, but there were substantial differences in advertised features and functions between the two technology levels. A detailed list of advertised features in each model of hearing aid is given in Tables 1  and 2 . In most cases, the acoustic functioning of features for premium and basic technology devices was measured and verified to act as advertised. However, a few advertised functions, such as multichannel adaptive directional microphones, could not be fully tested outside a specialized laboratory, and these were not verified.
Hearing Aid Fittings
The hearing aids were newly released at the outset of the research. Each manufacturer provided a trainer who met with the research team and presented an in-depth tutorial about the design and goals of the instruments. In addition, the trainers described any useful modifications to the fitting software that had been learned from experience.
The method for coupling the device to the ear canal was individually chosen based on the participant's hearing thresholds and the approach that yielded the best results for that person. Seventeen individuals were fitted using open domes. All of these had low-frequency hearing thresholds better than 35 dB HL. Twenty-five individuals were fitted using custom earmolds with 3 mm parallel vents. Three participants were fitted with unvented custom earmolds.
Each bilateral hearing aid fitting was accomplished using a comprehensive best-practice five-step approach. First, hearing aids were programmed for the participant's hearing thresholds using the manufacturer's proprietary algorithm. In this step, all feature settings (e.g., microphone directionality mode, strength of noise management conditions, environment analysis, etc) COX ET AL. / EAR & HEARING, VOL. 37, NO. 4, e224-e237 e227
were set according to the recommendation of the manufacturer for this hearing loss. These settings were not changed. Second, real-ear amplified levels for continuous speech were matched to the National Acoustics Laboratory Non-Linear prescription goals (Dillon 2006; Keidser & Dillon 2006 ). This was accomplished with the Speechmap function of the Audioscan Verifit fitting system. Third, the fitting was fine tuned using rule-based subjective assessments of bilateral loudness balance, loudness of average speech, loudness comfort, and quality of own voice. To achieve a fitting that was acceptable to the wearer, this step often resulted in some adjustment away from strict adherence to prescription targets. Fourth, follow-up telephone interviews and further fine tuning were completed as needed within the first week of use. Finally, remote controls and hearing aid learning capabilities were available throughout the month of wearing time to further optimize hearing aid performance in daily life. Each pair of hearing aids was set to engage the maximum data logging/data learning available in that model. The most sophisticated learning capabilities allowed premium hearing aids to make volume adjustments automatically rather than manually. Each hearing aid was fitted with three user-selectable programs. The programs were as follows:
• One selectable program was labeled the Everyday (ED) program and it was configured with all features implemented as recommended by the manufacturer to optimize that hearing aid for that individual's hearing loss. The ED program automatically adjusted the hearing aids' features in different environments. It is theoretically expected that these automatic adjustments will be more advantageous for the listener when premium features are used compared with basic features. The ED program was the default program which was activated when the hearing aid was turned on.
• Another selectable program was labeled the Look-&-Listen program (LL). This program was configured like the ED program with the exception that it engaged the strongest nonadaptive (when possible) front-facing microphone directionality.
• Another selectable program was labeled the SpeechFinder program (SF) and it was configured like the ED program with the exception that it included the most effective technology in each hearing aid for detecting speech that is produced from the sides and behind as well as the front.
The feature settings for each program are shown in Tables 1  and 2 . Subjects were trained about the purposes of the different programs. Training materials comprised printed statements and demonstrative photos to show listening environments where each program might be most appropriate. This was followed by a discussion of schematic diagrams to explore optimal positioning and program use when in typical listening situations (e.g., restaurant, audience member). The training was exactly the same for all hearing aids and was given to each participant only when he/she received the first pair of hearing aids. Participants were told that the research hearing aids might perform differently in various situations and they should explore the three programs in each hearing aid to find the best setting in their daily lives. Remote controls were supplied and these were used by subjects to explore and select programs in daily life listening and to change sound volume as preferred in different environments. Practice in use of the remote controls was provided.
Procedures
Participants were told that the research was about "how people benefit from different types of modern hearing aids." e228 COX ET AL. / EAR & HEARING, VOL. 37, NO. 4, e224-e237
They were otherwise blinded about the study. Participants used each pair of hearing aids for 1 month in their daily lives, and they agreed in advance to use the instruments for at least 4 hr per day. They knew from the outset that the hearing aids were on loan to them and would be returned after 1 month of use. Participants did not pay for the hearing aids and the potential cost of hearing aids was not discussed. Batteries were provided. Counterbalancing controlled the order in which the two brands were presented and, within brands, the order of using basic and premium features. When the basic and premium hearing aids by the first brand had been evaluated, there was a 1-month washout period before the basic and premium hearing aids from the second brand were used. This was a precautionary measure since there is no information about whether a washout period is essential for this type of research. During the washout period, previous users were allowed to wear their personal hearing aids. Because the researchers were not blinded about the hearing aid conditions, we were aware of the potential for subtle unintended influences to be conveyed to the participants. For this reason, the research was carefully planned to standardize all interactions with each participant, including verbal and visual interactions for all aspects of the protocol. Written materials were prepared and practiced before any participants were enrolled. The six-item questionnaire and the QoL measure (described below) were provided to the participant in a binder when the hearing aids were fitted, accompanied by written instructions. These were completed at the end of the 1-month field trial before meeting with the researcher. In addition, each participant was debriefed after his/her protocol was complete (a process of 5 to 6 months). The debriefing included the question "Was there anything about us, or this research, that might have influenced your opinions about the hearing aids?" Forty-four individuals answered "no" to this question. The 45th reported that she thought she detected some subtle facial expressions from the researcher on one occasion that she interpreted as meaningful.
Outcomes
When research focuses on the functioning of hearing aid technological features, it is typical for outcomes to be measured under strictly controlled laboratory conditions. These conditions might attempt to simulate daily life listening or they might be contrived to highlight the feature being examined. This type of research is a valuable and necessary step toward establishing the potential worth of the feature for the hearing-impaired listener. Nevertheless, it is well understood that sound processing that improves test scores under laboratory conditions might, or might not, be useful in daily life. In the long run, it is the performance in daily living in the circumstances of the particular listener that determines the usefulness of a hearing aid fitting. Only the subjective observations of the hearing-impaired listener can furnish this type of outcome data. It is reasonable to assert that the patient's perspective is the gold standard for determining whether one type of hearing aid is better than another for that patient in the particular circumstances of his/ her world (O'Boyle 1997; Fischer et al. 1999; Asadi-Lari et al. 2004) . Accordingly, in this article, we report outcomes measured from the patient's perspective with minimal structuring by the researchers.
Three types of patient-point-of-view data were collected: changes in QoL related to hearing; a six-item questionnaire encompassing topics that are considered critical for satisfaction with amplification and often targeted in the engineering design of new premium features; and in-depth qualitative interviews to further explore participants' personal experiences and preferences with the hearing aids. Quality of Life Measurement • There is no single widely accepted definition of QoL because it is a complicated construct and its specific elements vary among individuals and across the lifespan (Carr et al. 1996) . Nevertheless, it is generally agreed that health-related QoL includes an individual's emotional, social, and physical well-being. Ability to hear affects communication and information exchange, which are critical to maintaining QoL. Furthermore, there is likely to be substantial heterogeneity across persons regarding the specific details of emotional, social, and physical well-being that are impacted by hearing in a given individual. For example, one individual's QoL might be strongly affected by his ability to hear well enough to participate easily in a weekly poker game. Another person might be very concerned with improving her ability to interact with children in a preschool program where she volunteers. It is easy to recognize that for both of these persons a definition of QoL changes involves improved communication but the specific life situations and listening demands where this need arises are quite different. These kinds of considerations caused us to choose a global QoL outcome measure rather than one which asks about specific communication situations. With a global type of approach, each subject was able to respond based on his/her own particular perspective in daily life.
Our approach to measuring hearing-related QoL was informed by work indicating that a direct question about the amount of change produces data that are at least as sensitive and valid as comparison of measures of QoL state at two points in time (Fischer et al. 1999 ). In addition, we were cognizant of a body of literature that supports the conclusion that a change of 0.5 on a 7-point outcome scale, or one half of a standard deviation on other scales, corresponds to a minimal important change from the patient's perspective (e.g., Norman et al. 2003) . These considerations were explored and combined by Juniper et al. (1994) , who quantified QoL change using a 15-point response scale. The Juniper et al. research supports the conclusion that a score of +2 (a little better) on this response scale is a minimally important positive change and would be consistent with a management recommendation in favor of choosing the hearing aid in daily life. This questionnaire was slightly adapted for the current research (shown in Appendix A, Supplemental Digital Content I, http://links.lww.com/EANDH/A251). After a 1-month field trial with bilaterally fitted devices, subjects marked the response scale to report change in QoL related to hearing with that device, compared with using no hearing aids. This questionnaire was completed by the participant following each field trial before meeting with the researcher. It preceded administration of standardized questionnaires and laboratory tests that will be reported in other articles. Six-Item Questionnaire • The questionnaire was modeled on the one devised by Bentler et al. (2008) . Each item was a statement and the participant marked his/her extent of agreement/disagreement with the statement on a scale from 1 (do not agree at all) to 10 (completely agree). The statements were worded so that a higher score indicated a better outcome (see COX ET AL. / EAR & HEARING, VOL. 37, NO. 4, e224-e237 e229
Appendix B, Supplemental Digital Content II, http://links.lww. com/EANDH/A252). The aspects of hearing aid performance addressed by the statements are ones that often are targeted in the engineering design of new premium features: speech clarity, noise acceptability, amount of daily use, listening effort, sound comfort, and localization. For each bilateral hearing aid fitting, the participant recorded extent of agreement with each statement every day for the last 5 days of the field trial. Interviews • Because the daily life impacts of hearing problems differ across individuals, a variety of factors might be relevant to the outcome of a given intervention for a given person. To capture these differences, investigators collected in-depth interview data after each field trial phase of the study. The interviews were structured to explore each participant's experiences with the hearing aid model during the field trial and to illuminate any potential effects of hearing aid features that might not have been revealed using standard laboratory and self-report outcome measures. After both basic and premium hearing aids for one brand were trialed, the interview additionally explored participants' preferences between the two hearing aid feature levels and the factors that influenced those preferences. After all four hearing aid models were trialed, the interview explored the participant's overall preferences across the four devices. All interviews were conducted by one of two researchers in a private area. Interviews were audio-recorded and transcribed.
RESULTS
Much of the analysis is descriptive. Where statistics were called for, parametric methods were used. It has been argued in some sources that when responses to questionnaire items are ordinal in nature, derived scores cannot accurately be treated using parametric statistical methods. However, many statistician-scientists do not subscribe to this view (e.g., Labovitz 1967; Velleman & Wilkinson 1993; Nunnally & Bernstein 1994) . Before all analyses, data were examined for distribution and outliers. When outliers were discovered, transformation was considered and, if applied, the recommendations of Tabachnick and Fidell (2001) were followed. The QoL data included several outliers (all the negative scores) but these were not transformed because this would compromise data interpretation given the opposite meaning of negative versus positive QoL scores. Three of the 270 data points from the diary responses were outliers and these were transformed. Some of the distributions deviated from normality; however, it has been shown that ANOVA is quite robust to violations of normality for groups of moderate size (Donaldson 1968; Glass et al. 1972) .Values of p ≤ 0.05 are reported as significant. The analyses were driven by a priori hypotheses that correspond to the three research questions, namely 1. Outcomes would be better when listeners wore hearing aids than when listeners did not wear hearing aids (a necessary precursor to 2 and 3). 2. Outcomes would be better for premium-feature hearing aids compared with basic-feature hearing aids for both brands combined. 3. Outcomes would be better for premium-feature hearing aids compared with basic-feature hearing aids for each brand separately.
Final Hearing Aid Fittings
Figure 2 depicts the mean real ear aided responses for final hearing aid fittings after all fine tuning adjustments. Data are given for the left ear (the right ear results are essentially identical). The figure demonstrates the extent to which the achieved amplification differed from the NAL-NL2 prescription targets. It is noteworthy that the mean fine-tuned amplification for average speech input matched prescription targets quite well below 4kHz, whereas for soft inputs the fine-tuned fittings were considerably lower than targets at most frequencies. In addition, as typically found, all mean maximum output levels were substantially lower than theoretical targets.
Use of Hearing Aids in Daily Life
Use of the Three Programs
The data-logging function of the research hearing aids was analyzed to determine the details of hearing aid use during the 1-month field trials. On average, the hearing aid models were used between 9.1 and 9.3 hr per day. There were no significant differences among the four models of hearing aids on this variable.
Patterns of use of the three programs were examined. Program 1 was always the default ED setting. The default ED program was used more than either of the other programs. Mean use of ED for the four hearing aid models ranged from 75 to 82% and the differences among them were not statistically significant.
The original intention had been to assign the Look-and-Listen (LL) setting to program 2 and the speech-finder (SF) setting to program 3. All subjects were informed of this during the fitting process, and additionally they were encouraged to explore all three programs before choosing the one that seemed to work best in a given listening environment. During the analysis of the data, it was discovered that for one hearing aid model (premium B), the settings for programs 2 and 3 were accidentally reversed for 16 of the 45 subjects so that the SF settings were in program 2 and the LL settings were in program 3. This might have affected selfreport outcomes for this hearing aid if the subjects used programs based solely on an expectation of LL in program 2 and SF in program 3, but would not be likely to affect outcomes if subjects were exploring all three programs before deciding which to use.
The postfield trial interviews for the premium B hearing aid for all 45 participants were subjected to content analysis to determine whether the reversed locations of LL and SF might have affected the use of these programs for the 16 subjects who experienced it. Most participants reported that they used all three programs at some point during the field trial, and chose which program to use in a listening environment primarily by experimenting with the programs. At the same time, many participants could not detect substantial differences among the three programs. All comments about program usage (how the programs were selected, satisfaction with program performance, situations when programs were used, observations about quality and benefit from programs, etc.) were coded and categorized into a hierarchical structure. Then the 45 individuals were partitioned into reversed and nonreversed groups. The previously determined hierarchical structure was examined for each group. On the whole, similar proportions of each group's participants contributed to each of the high-order categories. These data suggest that reversing the location of the LL and SF settings did not influence the way participants used the programs.
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COX ET AL. / EAR & HEARING, VOL. 37, NO. 4, Mean use of the LL setting ranged from 11 to 20% and there was a significant main effect for hearing aid model [F(3, 120) = 4.74, p = 0.004]. Further analysis revealed that this result was due to a difference in use of the LL setting between the brand B basic and premium models (p = 0.016). The LL setting was used more in the basic model than in the premium model. Mean use of the SF setting ranged from 4.6 to 9.4% for the four hearing aid models and the differences among them were not significant. However, further analysis revealed a difference in use of the SF setting between the brand B basic and premium models (p = 0.019). The SF setting was used more in the premium model than in the basic model. These results for use of the LL and SF settings, taken together with participant remarks in the post-trial interviews, suggest that because there were no noticeable differences between LL and SF, participants tended to use program 2 (regardless of whether it contained LL or SF) if they found program 1 to be unsatisfactory.
In summary, participants used all three programs at some point and explored their effectiveness. The automatic program (program 1) was used at least three-fourths of the time, on average. When the listener wanted to change the program, he/she most often selected the next program (program 2), and program 3 was relatively rarely used. Volume Control Changes • Data-logging information also was used to estimate the extent to which participants adjusted the volume on each device during the field trial. Precise values could not be obtained from the displays provided by the programming software. However, it was possible to assess whether the volume control had been generally increased, decreased, or unchanged overall for each device. The results for the automatic program are summarized in Figure 3 . The figure shows that for both brand A hearing aids, the volume tended to be unchanged or turned up. In contrast, for both brand B devices, the volume tended to be unchanged or turned down. It is of interest to compare these Fig. 2 . Mean real ear aided responses in the left ear for final hearing aid fittings after all fine tuning adjustments. The lower, middle, and upper sets of curves depict results for soft speech input (55 dB SPL), average speech input (70 dB SPL), and swept tone bursts at 85 dB SPL (to determine narrow-band maximum output), respectively. Each set shows results for each of the four research hearing aids (premium and basic models for each of two brands). Brand A is shown using filled symbols and brand B is shown using open symbols. In addition, mean target values for the NAL-NL2 prescription are shown for each set of curves.
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tendencies with the pattern shown in Figure 2 for the mean ear canal levels when the hearing aids were first fitted. It is clear that the two brand B devices produced levels several dB higher than the two brand A devices. The volume changes illustrated in Figure 3 indicate that participants tended to counteract these differences by adjusting the volume setting during everyday use.
Quality of Life Changes Resulting from Hearing Aid Use
At the conclusion of a field trial with a particular pair of hearing aids, each participant used a 15-point response scale to report change in QoL related to hearing with that device, compared with using no hearing aids. The QoL changes reported are summarized in Figure 4 for each of the four research hearing aid models. The figure represents 180 separate QoL judgments (4 hearing aid models × 45 participants). In this bubble chart, the size of each bubble is proportional to the number of participants who gave that response. Most individuals reported that QoL was at least "moderately better" (a score of +4) with the hearing aid compared with not using any amplification. Juniper et al. (1994) , using this response scale, scored responses of "no change" and "almost same" (−1, 0, and +1) as indicating that QoL was not affected by the treatment. Following their example to evaluate these data, it can be seen that 4 individuals reported no effect on QoL related to hearing when they used one of the hearing aid models. Three additional participants reported that a hearing aid (brand B basic, or brand A premium) made their QoL worse. The remaining 173 responses reported improved QoL when using the hearing aid.
By inspection, there is not a clear difference in the pattern of QoL changes reported across the four hearing aids. The QoL change responses were scored from −7 (A very great deal worse) to +7 (A very great deal better). The mean scores were 4.93 (brand A basic), 4.62 (brand B basic), 4.87 (brand A premium), and 4.56 (brand B premium). These results address research question 1, showing that both basic and premium hearing aids were typically substantially effective in improving QoL related to hearing. General linear model repeated measures ANOVA with a priori planned independent contrasts was used to analyze these data. Compared with the more typical omnibus F test followed by posthoc comparisons, this analysis approach has been shown to provide increased statistical power while controlling the experiment-wise error rate (Rosenthal & Rosnow 1985; Fig. 3 . Percent of subjects who increased or decreased their volume control setting during the field trial. Data are given for each hearing aid model when it was used in the automatic (Everyday) program. Fig. 4 . Change in hearing-related quality of life when using each hearing aid in daily life. The size of each bubble is proportional to the number of subjects who gave that score.
e232

COX ET AL. / EAR & HEARING, VOL. 37, NO. 4, e224-e237
Buckless & Ravenscroft 1990). The planned contrasts explored differences between basic and premium devices for both brands combined, and for each brand separately (research questions 2 and 3). None of the results were significant or approached significance. In summary, 96% of the responses across the four hearing aid models indicated that the devices improved QoL compared with wearing no amplification. However, the data did not provide any evidence that the premium devices produced more QoL improvement than the basic devices.
Six-Item Questionnaire
This questionnaire was completed on five separate days at the end of each field trial. Each item statement used a scale from 1 to 10 with a higher score indicating a better outcome. Each participant's score for each statement was determined by averaging the responses for the 5 days. The results are summarized in Figure 5 . This figure provides scatter plots in which circles show the scores for basic and premium features for each participant, and squares depict mean scores, for each item. Brand A is depicted using filled symbols, brand B is shown using open symbols. A symbol above the diagonal indicates a better score for premium features, whereas one below the diagonal reveals a better score for basic features. The most obvious characteristic of all panels is that most symbols, and the mean scores, are quite close to the diagonal, indicating similar scores for basic and premium features. All items tended to receive quite high scores. Item 3 (wearing the device when needed) consistently received the highest mean agreement score (approximately 9), and item 2 (noise was not bothersome) consistently received the lowest mean agreement score (approximately 7.7). The other four items all produced mean agreement scores close to or slightly above 8. Repeated measures ANOVA on these data supported the validity of these observations by revealing a significant main effect of item [F(3.2, 140.4) = 19.3, p < 0.001]. Posthoc analyses, with Sidak adjustment for multiple comparisons, revealed that agreement responses for item 3 were significantly higher than those for every other item (p < 0.001). Furthermore, agreement with item 2 was significantly lower than agreement with items 1, 3, and 5 (p ≤ 0.001). Although these results do not directly address the research questions, they do confirm that participants were capable of discriminating among the items as they scored each hearing aid.
If premium feature technology resulted in fewer problems with the common challenges addressed by these items, it would be expected that scores for premium A and premium B would consistently be higher than those for basic A and basic B for some or all items. However, examination of the six panels reveals that there was not an obvious trend for more symbols to appear above the diagonal. Once again, analyses confirmed the observations. Planned contrasts exploring results for basic and premium devices for the two brands combined and for each brand separately failed to reveal any significant differences.
In summary, for each of the four hearing aid models, participants reported relatively high agreement with all six statements, although there were significant differences across items. This is indicative of substantial effectiveness for all hearing aid models. However, the data did not provide any evidence that the premium devices were superior to the basic devices in solving problems (with speech clarity, noise discomfort, etc.) commonly encountered in hearing aid use.
After Real-World Experience, Did Participants Prefer Premium Devices?
An in-depth interview occurred at the end of each of four 1-month field trials. Trials 1 and 2 comprised the basic and premium devices from one brand. Trials 3 and 4 comprised the basic and premium devices from the other brand. The two brands were separated by a 1-month washout period. During interviews 2 and 4, the participant was asked "If you had to choose one pair of hearing aids [from these two pairs], which would you choose"? Note that, because the subjects were blinded about the nature of the differences between the devices, they did not know that they were choosing between basic or premium features.
An additional measure of overall preferences was performed at the conclusion of interview 4. At this time, the participant was shown a visual analog scale drawn on paper and labeled "very bad" on the left and "very good" on the right with 10 equal intervals marked. The participant was provided with four stickers to indicate hearing aids 1, 2, 3, and 4. Instructions were "This is a scale showing how the hearing aids were overall: from 'very bad' on this end to 'very good' on this end. Each of these 
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four stickers represents a hearing aid. They are labeled according to the order you used them: 1st, 2nd, 3rd, 4th. You can put them anywhere along this line that you want. For example, they can all be really close together, or really far apart. It is up to you." After the stickers were placed by the participant, the position of the sticker for each hearing aid was scored using the percent of the measuring line from the left edge to the sticker. A higher score was indicative of a better rating. Preference Data • Data produced by these two types of preference measures (models within brands and across all models in both brands) were analyzed to determine whether there was a tendency for participants to prefer the premium hearing aids over the basic hearing aids based on whatever criteria they felt were most salient. The pairwise preferences reported at interviews 2 and 4 are summarized in Table 3 . Three people could not tell any difference at all between the two devices for one of the brands. Nine participants chose the premium-feature devices for both brands. Twelve chose the basic-feature devices for both brands. Twenty-one other participants chose one basic and one premium device for the two brands. Thus, 42 participants were able to express a preference in the interview between the basic and premium devices for both brands. Of these preferences, about half (46%) were described by participants as based on minimal or negligible differences between the two devices, whereas the rest were definite preferences. However, the definite preferences were equally divided between basic-and premium-feature devices. Mean scores generated by the overall goodness ratings for the four models on the visual analog scale used in interview 4 were brand A basic = 75.7, brand B basic = 74.4, brand A premium = 72.6, brand B premium = 74.4. There were no significant differences among these means. Effect of Order of Use • These preference data depended on participants' ability to remember the relative effectiveness of the hearing aids they were judging. It seemed possible that participants might not remember all the hearing aids equally well or might be biased in their judgments toward, or against, devices experienced more recently. This possibility was explored for both types of measures with the following results: For the 90 paired-comparison preference judgments (45 participants × 2 brands), the hearing aid used second was chosen as preferred 52 times, whereas the hearing aid used first was chosen as preferred 35 times, and participants could not choose a preference 3 times. This suggests a trend in which the second pair of devices was chosen more often than the first, regardless of technology. These data were tested to determine if there was a significant difference between percent of participants preferring the first or second pair of devices. The effect did not quite meet the standard for significance (t(89) = 1.86, p = 0.067). Nevertheless, this result is consistent with the trend seen toward a bias based on order of use.
The data obtained in the overall goodness ratings for the set of four field trials covering a period of 5 months also were assessed for a possible order effect. When the devices were scored based on the order of use, rather than by brand and technology level, the mean scores for the 1st to the 4th pairs were 73.4, 78.6, 71.2, and 72.3, respectively. That is, despite the fact that both brand and technology level were counterbalanced variables, the second pair of devices trialed tended to be the highest rated when all four were rated together. The possibility that order of use had a significant effect on final overall goodness ratings was explored using an intraclass correlation (ICC). A two-way random model analysis generated a significant ICC of 0.475 (p = 0.003). This result implies that 47.5% of the variance in final overall goodness ratings of the devices could be accounted for by the order of use in the study.
Did Previous Experience with Amplification Seem to Affect the Results?
As noted earlier, individuals both with and without a history of previous hearing aid experience were admitted into this study. This decision was made to allow us to sample the population of interest (typical persons with mild to moderate hearing loss). Although previous hearing aid experience was not a controlled variable, it is reasonable to reflect on whether there might have been differences in the results comparing basic with premium devices for the new and experienced user subgroups.
It is important to note that the new and experienced subgroups differed slightly in mean age (69 versus 72 years) and markedly in mean four-frequency average hearing loss (37 versus 52 dB). Furthermore, because previous experience was not controlled when hearing aid test orders were randomized, the order in which conditions were experienced is not balanced across this variable. Despite these limitations, the outcomes for new and experienced subgroups are reported here for their heuristic value.
• The change in QoL data was examined separately for the 26 new users and the 19 experienced users. The average outcomes for the four research hearing aid models ranged from 3.6 to 4.5 for new users and from 5.0 to 5.8 for experienced users. This disparity is not surprising given the greater hearing loss of the experienced subgroup. However, neither subgroup revealed a statistically significant difference in QoL change between basic-and premium-feature hearing aids.
• Each item in the six-item questionnaire was analyzed to explore responses of new and experienced subgroups. The general trend in which all items received relatively high scores, with item 3 and item 2 eliciting the highest and lowest scores, respectively, was observed for both subgroups. The contrast test comparing basic-and premium-feature devices did not show a significant difference for any item in either subgroup.
• Preference judgements provided during post-trial interviews 2 and 4 were examined separately for new and experienced subgroups. Of the 12 participants who chose basic features for both brands, 4 were new users and 8 were experienced. The difference between the percentage of new users who preferred basic features and the percentage of experienced users who preferred basic & HEARING, VOL. 37, NO. 4, features barely exceeded the significance threshold of p ≤ 0.05, suggesting that experienced users tended to prefer the basic features more often, t(43) = 1.99, p = 0.053 (2-tailed). Of the 9 participants who chose premium features for both brands, 7 were new users and 2 were experienced. There was no significant difference between the subgroups in preference for premium features. Mean scores generated by the overall goodness ratings for the 4 models on the visual analog scale used in interview 4 were partitioned into the 2 subgroups. Overall goodness mean scores for three of the hearing aid models were similar for new and experienced users and similar to the values reported above for the whole group. However, experienced users gave a significantly higher mean score (84.6) than new users (66.9) for the brand B basic device, t(43) = 2.694, p = 0.01(2-tailed). Both types of preference data hint that the experienced users (who were also older and more hearing impaired) might be more likely than new users to prefer basic-feature devices.
• Order effects were examined for each subgroup in a manner parallel to the report for the full group, above. In the 90 paired comparisons, the hearing aid used second was chosen 28 times by new users and 24 times by experienced users. The device used first was chosen 22 times by new users and 13 times by experienced users. Of the 3 occasions when no preference could be expressed, 2 were new users and 1 was experienced. These results suggest that the trend toward choosing the second hearing aid was consistent across both subgroups.
• To review the potential effect of order on the overall goodness ratings provided in interview 4, ICC coefficients were computed for both new and experienced subgroups. For both subgroups, the second hearing aid trialed (regardless of brand or feature level) secured the highest rating. The ICC coefficients were statistically significant for both subgroups (ICC new = .427, p = 0.034; ICC exp = 0.518, p = 0.02). Thus, the finding that roughly half of the variance in overall goodness ratings could be accounted for by order of use in the study was observed for both new and experienced hearing aid users.
DISCUSSION
This article presents some of the results of a comprehensive exploration of differences in effectiveness between premium-and basic-feature hearing aids. The complete set of research results includes both quantitative and qualitative methods and laboratory and daily life settings. The present article concentrates on the aspects of the research that explored basic-premium differences in daily life from the participant's point of view with minimal structuring of responses by the researchers. In other words, we were interested in knowing the extent of differences in their own daily lives that participants would notice between the two types of hearing aids, when they had not been informed that these technological differences existed and had not been exposed to claims about what types of help could be expected from specific hearing aids. At the same time, participants were not ignorant about hearing aids: they were counseled fully about the ways in which hearing aids might potentially help, and about how to use the devices to achieve optimal benefit. They also were told that any given hearing aid might, or might not, deliver those benefits.
Did Amplification Improve Hearing Outcomes?
There are three types of data that address this question. First, each participant individually interpreted the phrase "Quality of life related to hearing," as it applied to the circumstances of his/ her own life. As Figure 4 shows, 96% of participant's judgements corresponded to a positive change in the quality of his/ her own life related to hearing when any of the four research hearing aids was used. Second, in addition to considering QoL, each participant reported extent of agreement with six positively worded statements about their experience with the hearing aids. These general statements directed attention to broad areas, such as speech understanding, listening effort, etc. (topics that have been found to be of concern to many hearing aid users). As Figure 5 illustrates, agreement with all statements was high and, indeed, mean values all exceeded 7.5 on a 10-point scale. These data are consistent with a comparatively high personal opinion about the effectiveness of the hearing aids in daily life. Third, structured interviews with each participant after every field trial elicited their extemporaneous views about the value of the device to them in their lives. Although a formal qualitative analysis of the interviews is not provided here, participants almost always reported that the hearing aids were helpful in situations that were important to them. Typical statements were
• "I like being able… in a restaurant … talkin' to the person at the table with me"
• "… it helped with conversations that did have a lot of noise … I still had some problems sometime"
• "… striking [that in large groups] there's a multitude of distinctive voices… not just this diffuse sound"
• "They work! I hear better, they're easy to put in and out"
• "…like church, and ... hearing the priest … it seemed like I heard every word he said" All three types of data are consistent in affirming that the research hearing aids did indeed improve hearing outcomes in participants' daily lives. This type of result has been reported before (Larson et al. 2000; Kochkin 2011 ) and should be reassuring to health care providers who are inclined to doubt the effectiveness of modern hearing aids.
Were Outcomes Better for Premium-Feature Hearing Aids?
When hearing health care patients pay several thousand dollars extra to obtain premium-feature hearing aids, it is likely that essentially all of them expect to perform better with the purchased devices than they would with basic-feature devices. From this viewpoint, our a priori decision (see above for rationale) that a medium effect size would be a minimally interesting difference between premium and basic technology hearing aids is distinctly modest. Keep in mind also that the research was powered to have a very high probability of detecting a medium effect if one was present.
Ultimately, there was no basis for computing effect sizes due to the lack of any indication of overall differences between the premium-and the basic-feature hearing aids. A review of the reported results indicates that when the two basic devices were combined and the two premium devices were combined, there was no difference between the technology levels by any measure elicited from participants reporting on their daily life experiences: the difference between the premium-and basic-feature devices was COX ET AL. / EAR & HEARING, VOL. 37, NO. 4, e224-e237 e235 0.07 scale points of improvement in QoL on a 15-point scale; there were no systematic differences between basic-and premiumfeature hearing aids on any of the six items in the questionnaire, despite the fact that it was clear that participants could distinguish among the items (for example, all four hearing aids received lower scores on the item concerning problems with background noise); finally, in the interviews with participants, both measures of overall preference gave data consistent with a conclusion that, taken as a whole, participants did not prefer premium devices over basic devices following the field trials. Actually, these preference data pointed to a trend for selecting the second device used, regardless of technology. It is reasonable to speculate that this pattern of preferences occurred because the participant was more familiar with the brand characteristics when using the second pair and there was really no appreciable other difference between the two devices being compared. This is similar to a report by Naylor et al. (2015) that new hearing aid wearers tended to prefer the second device tried when two fittings were compared. Despite our failure to detect an overall trend for premiumfeature devices to perform differently from basic-feature devices, both Figure 5 and Table 2 show that some participants gave notably better scores to premium-feature devices, whereas others gave notably better scores to basic-feature devices. It would be of interest to determine whether these results are examples of measurement error or whether they represent individuals with specific characteristics that point to robust superior performance with one of the two feature levels. Perhaps manufacturers can devise exploratory tests that provide empirically supported guidelines for selection of specific sound processing strategies. For example, although this research explored outcomes for persons with typical, uncomplicated, age-related hearing loss, perhaps individuals with atypically irregular audiograms would perform better when fitted with hearing aids having more adjustable frequency bands. These types of issues can be explored to produce the evidence that is essential to back up fitting recommendations.
Another issue of potential interest arose when we compared new and experienced hearing aid users. Although the essentially equivalent outcomes for premium-and basic-feature devices were generally observed in both subgroups, there were two instances which hinted that experienced users might be more likely to prefer basic-feature hearing aids. Because the history of previous experience was confounded with several potentially important variables, this observation does not support any firm conclusion, but future research on this matter might provide useful insights.
Were the Differences Between Basic and Premium Technology Devices Consistent Across Brands?
Review of the data in Figure 4 , Figure 5 , and Table 2 , as well as the statistical results comparing basic and premium hearing aids separately for brand A and brand B showed identical patterns for the two brands. From the typical participant's perspective, the hearing aids used in this research were all quite helpful, but there were no differences on average between the two feature levels in terms of effectiveness in daily life.
Does This Result Suggest That Technology Advances Have Not Improved Hearing Aids Over Time?
Not at all. It is important to keep in mind that this research examined outcomes for fittings of basic-and premium-feature devices marketed at a single specific point in time. Consequently, our results do not cast light on the extent to which technological improvements and developments over historical time have resulted in better real world outcomes when amplification is used. Studies that explore this question have examined outcomes from devices developed and marketed over a period of multiple years (e.g., Bentler & Duve 2000; Kochkin 2010) . As observed by Humes and Krull (2012) , after an extensive review of the evidence, technological developments have, indeed, tended to produce small improvements in outcomes over time.
Furthermore, our results do not reflect on whether future innovations in technology (e.g., bluetooth capabilities, smartphone controls, bilateral beamformer) will additionally improve outcomes or, perhaps, bring about clinically significant differences in daily life between premium-and basic-feature devices for typical hearing-impaired individuals. However, given our results and the absence of evidence to the contrary, it would seem reasonable to believe that this result does apply to today's hearing aids unless proven otherwise.
Was There Something Wrong with the Research Methods That Produced This Result?
Because these outcomes contradict many conventional beliefs and product claims, they might not be easy to accept. Several potential rebuttals could be put forward for these results, and some of those are addressed below.
It could be argued that the quantitative methods we used were not optimally designed to elicit the particular advantages of the premium features in the premium devices. It is true that investigations of the efficacy of newly developed technological features frequently are designed specifically to showcase feature functioning. Other features often are disabled for this type of study. This type of research can produce knowledge that has an important role in bringing new technologies to market. However, the patient reacts to the hearing aid as an integrated system rather than as a collection of independent technological features. This research considered the effectiveness of hearing aids as complete systems with all their features working together. We asked whether the devices with premium features were more effective in daily living than visually identical devices with basic features that were available for a substantially lower cost (although matters of cost were not known to the participant). Under these circumstances, using basic-and premium-feature devices produced essentially equal and indistinguishable improvements from the average participant's point of view in their own real life situations.
Some hearing health providers might assert that hearing aid wearers simply cannot appreciate the advantages of premium features even though those features actually make the hearing aids more effective. Others may take the view that if hearing aid wearers, after careful, informed, and mindful comparisons, cannot detect a consistent difference between basic-and premium-feature devices, then probably there are no important differences for those individuals.
Another consideration that has implications for the validity of this research is the issue of whether there was optimal hearing aid fitting and counseling. If the devices were not optimally fit, any differences or similarities among them are less meaningful. For this reason, detailed accounts are provided (see Materials and Methods) about how the fittings and postfit e236 COX ET AL. / EAR & HEARING, VOL. 37, NO. 4, e224-e237 instructions were conceived and documented. The goal was to standardize a protocol that embodied best practices for real ear performance and verification. In addition, every effort was made to utilize the hearing aids' sound processing features in the most advantageous method as envisioned by the respective device manufacturers. Figure 2 illustrates that, on average, the real ear aided responses achieved were good approximations of prescribed goals for average speech and the overall patterns of real ear performance at different input levels were typical of those currently seen in clinical settings that follow best practice guidelines. Data logging confirmed significant daily use of the hearing aids and volume adjustments that were coherent with real ear performance (Fig. 3) . It should be reassuring to practitioners that wearers used the automatic program very frequently in daily life. They did experiment with the other programs, but patterns of use as well as the interviews suggested that mostly these did not seem to offer much advantage over the automatic setting. Overall, the hearing aid fittings were meticulously optimized for both basic and premium technology and this is a strength of this research. Nevertheless, we recognize that some practice surveys have suggested that many hearing aids are not fit using standard best practice methods. We cannot speculate about what the outcomes of this research might have been if substandard or unvalidated fitting methods had been used. Because of the nature of null hypothesis statistical testing, a finding of "not significantly different" cannot automatically be assumed to mean that there are no important differences between the conditions compared. If the study is underpowered, meaningful differences might not be statistically significant. However, we do not believe that a lack of power is the reason for these findings. As noted earlier on theoretical grounds, a medium effect size appears to be a reasonable minimum practically important difference between premium-and basic-feature conditions. The power of the research provided a very high probability of a statistically significant result if such an effect was present.
This research focused on hearing aids representing brands from two of the six leading manufacturers of high-technology devices (Kirkwood 2013) . Practitioners and hearing aid wearers are likely to wonder whether the results can be generalized to other hearing aid brands. A review of the websites maintained for each of the leading brands indicates that the six manufacturers maintain a competitive similarity in claims for the features of the products they market. However, because the technological/engineering execution of feature functions are developed independently for the various brands, we cannot assume that they function equally. It also is noteworthy that this research was carried out using hearing aids that were newly brought to market in 2011. Because new products are unveiled by each manufacturer about every 18 months in the hearing aid industry, there probably have been two newer models of each hearing aid brand since this research was started. Might the difference in effectiveness of premium features and basic features be greater now than it was in 2011? Perhaps, but probably not. Although new products are developed regularly, changes in the technology that underlie each feature typically are small and incremental. Also, as new premium features are developed, formerly premium-feature technology migrates down to basic-feature devices. So, both technology levels tend to advance in tandem over time. These considerations drive home the point that additional independent research is urgently needed to explore real-world differences that might exist between premium-and basic-feature devices for different brands, as well as overall differences among brands, in terms of their effectiveness in daily life situations.
CONCLUSIONS
This article provides important evidence for patients and hearing health care providers about what might be expected when different levels of hearing-aid technology are used in the real world by persons with adult-onset mild to moderate sensorineural hearing loss. When the data from two major brands of hearing aids were examined from the point of view of typical hearing aid wearers in their daily lives, it appeared that the outlay of substantially higher dollar amounts to purchase premium feature engineering technology typically would not have resulted in meaningful incremental gain in overall effectiveness relative to basic-feature technology. Purchasers of hearing aids are appropriately concerned with the value delivered for dollars expended. This has been demonstrated by private payers (Kochkin 2003; Bridges et al. 2012 ) but also should inform the decisions made by public health entities and other third party payers, such as health insurers. Application of the results of this research should result in more cost-effective hearing aid recommendations and increased access to successful, lower cost, hearing health care for many hearing-impaired individuals. Although the results of this study are clear, it should be replicated by other independent researchers with other hearing aids and other brands.
The relatively low uptake of hearing aids by persons who could benefit from them, and the long-standing intransigence of this fact, demands that those committed to hearing health care re-evaluate the paradigm for hearing rehabilitation. Although 20+ years of engineering improvements in amplification devices have undoubtedly resulted in better hardware, confidence in the potential for plug-and-play hearing aids that fix problems immediately has probably exceeded reality. Perhaps the time has come to de-emphasize technological sophistication and re-energize commitment to nontechnological aspects of hearing care. This largely untapped field of study (Barker et al. 2014) has the potential to point the way to valuable incremental effectiveness in the treatment of chronic adult-onset mild to moderate hearing loss.
